
NIST HB 133 Polyethylene Equipment Proposal

Date Name S (actual) S (measured) X (nominal) X (measured)

08/30/21 M. Sikula 0.010058 0.01005 0.003 0.00290

08/30/21 J. Willis 0.010058 0.01015 0.003 0.00275

09/02/21 J. Willis 0.010058 0.01010 0.003 0.00280

09/02/21 M. Sikula 0.010058 0.01008 0.003 0.00285

09/15/21 M. Sikula 0.010058 0.01010 0.003 0.00285

09/15/21 J. Willis 0.010058 0.01015 0.003 0.00280

09/23/21 J. Willis 0.010058 0.01010 0.003 0.00280

09/23/21 M. Sikula 0.010058 0.01010 0.003 0.00283

10/04/21 M. Sikula 0.010058 0.01008 0.003 0.00285

10/04/21 J. Willis 0.010058 0.01012 0.003 0.00282
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Average = 0.01010 Average = 0.00283

Avg. Error = 0.00005 Avg. Error = -0.00018

SD (in) = 0.000031 SD (in) = 0.000041

MFR. ID No.

S leaf Starrett 18456387

Gauge Mitutoyo 7326S


