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The Scales Subgroup recognizes that guidance is needed to assist businesses and inspectors in identifying suitable devices for use in various applications used to weigh Cannabis
Purpose:  
Establish uniform scale suitability requirements among the states for sales of cannabis.
Original Justification:
As states legalize sales of cannabis in its various forms, the need has arisen for uniform standards for scale suitability.  Uniform requirements from one state to the next, will strengthen each jurisdiction’s ability to effectively regulate the industry in a fair and equitable manner.  Uniform standards also provide industry with expectations regardless of the jurisdiction, reducing potential conflict or confusion
Item Under Consideration:
Amend Handbook 44, Scales Code as follows:

Section 2.20  UR.3.1.2    Required Minimum Loads for Cannabis products.

(Amended 20XX)
UR.3.1.X. Required Minimum Loads for Cannabis Products. 
(a) The use of italicized text in the references to “Cannabis” is only to denote its proper taxonomic term; the italicized font does not designate a “nonretroactive” status as is the convention used throughout NIST Handbook 44. 

b) Scales manufactured after January 1, 1986 that are used to weigh Cannabis and Cannabis products that have a total weight of 4 ounces (113 grams) or less shall be Class II and the minimum load shall be 100 e.

[Nonretroactive as of January 1, 20XX, to become retroactive 5 years after adoption, as of January 1, 20XX]


 (Added 20XX) 

